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Purpose: Signal-to-noise ratio (SNR) is crucial for high-
resolution fMRI, however, current methods for SNR im-
provement are limited. A new approach, called Oscillat-
ing Steady-State Imaging (OSSI), produces a signal that is
large and T ∗
2
-weighted, and is demonstrated to produce
improved SNR compared to gradient echo (GRE) imaging
with matched TE and spatial-temporal acquisition charac-
teristics for high-resolution fMRI.
Methods: Quadratic phase sequenceswere combinedwith
balanced gradients to produce a large, oscillating steady-
state signal. The quadratic phase progression was peri-
odic over short intervals such as 10TRs, inducing a frequency-
dependent phase dispersal. Images over one period were
combined to produce a single image with effectively T ∗
2
-
weighting. The OSSI parameters were explored through
simulation and phantomdata, and 2Dand3Dhuman fMRI
data were collected using OSSI and GRE imaging.
Results: Phantom and human OSSI data showed highly
reproducible signal oscillationswith greater signal strength
than GRE. Compared to single slice GREwithmatched TE
and spatial-temporal resolution, OSSI yielded more acti-
vation in visual cortex by a factor of 1.84 and an improve-
ment in temporal SNR by a factor of 1.83. Voxelwise
percentage change comparisons between OSSI and GRE





-weighting of about 15 ms immediately
after the RF pulse.
Conclusion: OSSI is a new acquisition method that ex-
ploits a large, oscillating signal that is T ∗
2
-weighted and
suitable for fMRI. The steady-state signal from balanced
gradients creates higher signal strength than single slice
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tional activity and higher SNR for high-resolution fMRI.
KEYWORDS
Oscillating Steady-State Imaging (OSSI),T ∗
2
-weighting, functional MRI, BOLD
contrast, high SNR, high-resolution
1 | INTRODUCTION
Because the signal-to-noise ratio (SNR) in MRI is proportional to voxel volume, and the func-
tional units of the brain are on the order of 1 mm, high SNR is required for functional MRI
(fMRI) of these small brain structures. Many common methods for improving SNR have al-
ready been well-used, but now face limitations. For example, extending readouts increases
sensitivity to off-resonance distortions, and increasing the number of coils in a head array
suffers from diminishing returns as coil elements get smaller, particularly for deep brain struc-
tures. One can also enhance SNR by going to higher field systems, but this requires a costly
investment. Thus, there is a compelling need for alternative approaches to improving the SNR
in fMRI.
FunctionalMRI using the blood oxygenation (BOLD) effect has been based onT ∗
2
-weighted
gradient echo (GRE) imaging from its inception and has commonly been implemented using
single-shot fast imaging methods like echo-planar imaging (EPI) or spiral imaging. There has
also been some work on acquisition using steady-state methods. These includeT ∗
2
-weighted,
3D GRE acquisitions of several variations [1, 2] and short TR, fast recovery (STFR) sequences
that preserve magnetization through principles of driven equilibrium [3]. There are also vari-
ants of balanced steady-statemethods like balanced steady-state free precession (bSSFP, also
known as True FISP, FIESTA, bFFE), such as transition-band bSSFP [4, 5], have exploited shifts
in resonant frequency associated with changes in blood oxygenation. At the same time, blood
oxygenation changes have also led to observable signal changes using passband bSSFP result-
ing from changes inT2 directly and from diffusive effects around small vessels [6, 7, 8].
Standard implementations of bSSFP use constant excitation phase or a linear phase se-
quence for RF pulses. In this work we use a similar balanced-gradient pulse sequence, but
with quadratic phase sequences, which is equivalent to a linearly sweeping frequency. Since
the frequency response is periodic in the frequency domain, a frequency sweepwill lead to pe-
riodic signal oscillation. We note that if the gradients are not balanced (e.g. gradient spoiled),
the quadratic phase sequence will lead to a RF-spoiled gradient echo acquisition, provided
that the sweep rate is sufficiently fast. Also, if the quadratic phase sequence is sufficiently
slowly evolving, then the balanced-gradient acquisition leads to contrast that is very similar
to the standard bSSFP contrast though the response slowly shifts over time. In this work, we
explore a novel domain using balanced-gradients but with a quadratic phase sequence that
is rapid, having a period on the order of 10 TRs, which leads to an oscillatory signal. We refer
to this approach as Oscillating Steady-State Imaging (OSSI). We show that the OSSI signal is
large compared to Ernst angle GRE imaging and further show that the OSSI signal is sensitive
to changes inT ∗
2
, making it suitable for high-resolution fMRI. We distinguish our approach us-
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of alternating patterns of phase [9, 10], which have a different contrast.
In this work, we demonstrate a novel fMRI acquisition method that has the potential to
improve the SNR over GRE with matched TE and spatial-temporal acquisition characteristics.
It focuses on a unique oscillating steady-state source of signal that is large andT ∗
2
-weighted,
and we explore its signal properties in both simulation and experimental studies.
2 | THEORY
2.1 | Oscillating Steady-State Imaging
Quadratic phase sequences in conjunctionwith a constant gradient dephasing is awell-recognized
approach for establishing a spoiled steady state. The sequence is typically applied using the
RF phase increment [11]
φ(n) − φ(n − 1) = ψAn +ψB , (1)
where ψA is commonly chosen to provide full cancellation of the transverse magnetization





◦, etc. The con-
stant term, ψB , represents a constant frequency shift and is not important in most of these
analyses. The linear phase increment is equivalent to a quadratic phase sequence, for exam-
ple, φ(n) = ψAn
2/2 is the same as in Equation (1) for the case of ψB = −ψA/2. In this work,
we examine such quadratic phase sequences with balanced gradients, which maintains the
steady-state components leading to stronger signals. This approach was proposed by Foxall
[12] to implement bSSFP withT2-like weighting whereby the frequency-dependent bands in
image intensity slowly shifted over the acquisition. Foxall argued that bSSFP-like contrast
would be preserved if the phase increment is kept small (ψA < 3
◦). We have observed that
larger phase increments also leads to steady-state signals, however that the contrast is no




and thus effectivelyT ∗
2
-weighted. With appropriate selection of ψA, the phase sequence can





This periodic sequence leads to oscillations in the steady-state signal with period TOSSI =
ncTR. Maintenance of transverse components via a steady state tends to make the resultant




We note that Wang et al. [13] have similarly observed that quadratic phase RF pulses lead to
frequency dependent phase variations andT ∗
2
-weighting.
The OSSI signals have a variety of interesting properties. Like bSSFP, the OSSI response
is frequency dependent and the spectral properties are periodic with 1/TR in the frequency
domain. Further, it can be shown that shifts in frequency will lead to signal being shifted in
time. Specifically, a frequency shift of 1/TOSSI will lead to the phase sequence being shifted
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TR. Note that a frequency shift of 1/TOSSI is equivalent to ∆ψB = 2π/TOSSI. Frequency shifts
that are not integer multiples of 1/TOSSI will also have oscillatory behavior, but with slightly
different temporal signal responses. Thus, different isochromats within an image will have
unique time courses, each of which is periodic with TOSSI, and depending on the frequency,
these time courses will be shifted in time and/or have slightly different shape. The shifts
in time for different isochromats induces a frequency dependent phase dispersal, effectively
leading to T ∗
2
-like contrast. In order to produce a stable and usable time course for fMRI
analyses, we commonly combine the nc images for one period of the OSSI signal by some
method, for example using root mean square (RMS) or 2-norm combination.
2.2 | OSSI Spin Behavior and Signal Simulation
OSSI spin behavior was examined using a Bloch equation simulator for spins having relax-
ation parameters similar to gray matter using the average of reported values [14]T1 = 1433.2
ms and T2 = 92.6 ms at 3T, and pulse sequence parameters TR = 15 ms with an excitation
pulse length of 3.2 ms, number in phase cycle (nc ) = 10, and flip angle (FA) = 10
◦. The phase
progression with nc = 10 is equivalent to a spoiling seed of 36
◦ for spoiled-GRE. An example
of magnetization progression at steady state is shown for a spin with off-resonance -20 Hz
in Figure 1, with the pattern repeating every nc TRs. The signal intensity varies as magne-
tization moves towards and away from the center in (a), and the spin moves up and down
in mz (b). From Figure 1 (c), we can see that the magnitude of the OSSI signal right after
the excitation at TE = 1.6 ms has a periodicity of ncTR and is substantially larger than the
spoiled GRE signal for the same parameters. Observe that off-resonance shifts of multiples
of 1/TOSSI = 1/(ncTR) = 6.67 Hz lead to exactly the same temporal waveform with a shift of
1 TR in time. The isochromats in Figure 1 (c) and (d) cover a frequency range of 13.3 Hz and
result in a 74.1◦ phase spread for the time point right after the RF pulse. Note that the phase
between isochromats increases during the readout, which indicates increased T ′
2
-weighting,
and there is no spin-echo signal formed at the center of readout, demonstrating a very differ-
ent contrast mechanism compared to bSSFP. The observed phase accumulation is equivalent
to aT ′
2
-weighting with an effective TE of 15.4 ms at beginning and 27.2 ms at the end of the
readout interval, respectively.
Figure 2 (a) and (b) shows the magnitude and phase responses, respectively, as a function
of time and frequency. In Figure 2 (c) and (d), one can see that frequency shifts that are not
multiples of 1/TOSSI lead to slightly different time courses inmagnitude and phase. The duality
between time and frequency is shown in Figure 2 (e) and (f). Here one can see that samples
in frequency spaced at integer multiples of 1/TOSSI will give exactly the same waveform as
the time courses in Figure 2 (c) and (d), but reversed. More specifically, the OSSI signal MT
and the frequency response MF have the following relationship
MT (k mod nc ; f0) = MF
(
f0 +




where k is the TR number, and f0 denotes the off-resonance frequency. From this expression,
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time-course signals are found.
2.3 | Acquisition Parameter Optimization
In seeking to optimize theOSSI signal, there are a variety ofmeasures of goodness. First, since
we are interested in applying this method to functional MRI, we wish to maximize sensitivity
to changes in the signal resulting from changes inT ′
2
, normalized by the square root of imaging
time. It is desirable to have smaller nc as fewer TRs are needed to complete a single image,
while longer TRs are preferred because they allow a longer time for acquisition. We also
desire to maximize uniformity of the RMS combined OSSI signal as a function of frequency
shifts smaller than 1/TOSSI.
To understand the impact of pulse sequence parameters on the OSSI signal, additional
Bloch simulations were carried out. Figure 3 (a) shows the RMS combined signal intensity for
OSSI as a function of nc and flip angle for TR = 15 ms. Note that nc = 1 corresponds to bSSFP,
and for nc > 120, the OSSI signal behaves similarly to bSSFP with a flat phase response (spin-
echo-like contrast) over some range of off-resonance frequencies [12]. However, the bright
signals in the upper left corner, bounded by the box, were somewhat unexpected and are the
focus of this paper. Here, we examine a range of parameters with respect to sensitivity for
fMRI studies and to undesired sources of signal variation.
Deoxygenation of blood at 3T primarily affects T ′
2
in tissue [15] and causes an approxi-
mately exponential decay exp(−t/T ′
2
) of the BOLD signal. This effect can be modeled by aver-
aging complex signals from a large number of spins with different off-resonance frequencies.
When the number of spins is sufficiently large, there exists a Fourier relationship between
exp(−|t |/T ′
2
) and the probability density function of off-resonance frequency f , yielding the




Therefore, to simulate theT ∗
2
-weighted signal of a voxel in the static dephasing regime, we
generated complex OSSI signals from 2000 spins with off-resonance frequencies uniformly
ranging from -150 Hz to 150 Hz, and calculated weighted sum of the complex signals. The
weighting function is the Cauchy distribution G (f ) centered at a specific off-resonance fre-
quency and usingT ′
2
= 148.3 ms and 135.5 ms, corresponding toT ∗
2
of 57ms and 55ms given
an underlyingT2 = 92.6 ms for gray matter, which were selected to model baseline and active
conditions, respectively. The T ∗
2
difference represents a typical 1.9% signal change for a T ∗
2
-
weighted GRE image with TE = 30 ms. The OSSI baseline and active signals were obtained




The OSSI signal of each spin was simulated using a range of parameters for TR, FA, and
nc . We varied two parameters while fixing the third parameter, and performed the simulation
for at least 5T1s to ensure the signal was in steady state. TheT
∗
2
sensitivity is defined by the
difference of the active (T ∗
2
= 55 ms) and baseline (T ∗
2
= 57 ms) signals in units of M0 either
just after the RF pulse for spiral out acquisitions or just before the subsequent RF pulse for
spiral-in acquisition. Figure 3 (b) and (c) gives the T ∗
2
sensitivity for a spiral-out acquisition
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flip angles at a fixed TR of 15 ms, respectively. Supporting Information Figure S1 (b) and (c)
presents the same relationship for a spiral-in acquisition (TE = TR - 1.6 ms).
As noted above and shown in Figure 2, the OSSI pulse sequence is very frequency sensi-
tive but for the use in fMRI an important question is the sensitivity of the combined (RMS
over nc points) signal vs. frequency. An example of this effect is the small difference between
RMS combined signal of blue and red lines in Figure 2 (c). The combined signal is periodic
in the frequency domain with 1/TOSSI = 1/(ncTR), so we varied the central frequency off-
set over this range to obtain the signal variability due to field inhomogeneity. The variability
was calculated by taking the maximum difference of the combined signals at different cen-
tral frequencies. Figure 3 (d) and (e) give the frequency-dependent signal variability for the
spiral-out acquisition as a function of different TRs and flip angles for nc = 10, and different
nc and flip angles at a fixed TR of 15 ms, respectively. Supporting Information Figure S1 (d)
and (e) shows the same relationship for a spiral-in acquisition. Note that the small central fre-
quency dependent variations were averaged across 1/TOSSI for Figure 3 (a)-(c). To assess the
T ∗
2
-weighting of OSSI in comparison to GRE using as long of a TE as possible (equivalent to a
spiral-in acquisition), we plot the maximalT ∗
2
-weighted signal change vs. TR in the Supporting
Information, Figure S2.
3 | METHODS
All the studies were performed on a 3T GE MR750 scanner (GE Healthcare, Waukesha, WI)
with a 32-channel head coil (Nova Medical, Wilmington, MA). We implemented the OSSI
pulse sequence using the vendor’s standard pulse programming language, EPIC, and collected
data with matched spatial and temporal resolutions using both OSS and GRE approaches.
3.1 | Phantom Experiments
To demonstrate the principles of OSSI, we collected images of the FBIRN phantom [16] (ap-
proximate T1/T2 = 530/60 ms) using both balanced and spoiled gradients. An oblique slice
with FOV = 220 mm and slice thickness = 2.5 mm was acquired, and the voxel size = 6.29 ×
6.29 × 2.5 mm3. For OSSI, we chose TR = 15 ms, nc = 10, FA = 10
◦, and a fully sampled single-
shot spiral-out trajectory. The spoiled-GRE data were acquired with the same parameters,
except for the addition of spoiling gradients and the use of a spiral-in readout to make the ef-
fective TEs of the two acquisitions more similar. Specifically, the OSSI spiral-out TE = 2.7 ms,
which corresponds to an effective TE of 17.5 ms. To bring GRE TE closer to OSSI effective TE
and to increase GRE T ∗
2
-sensitivity with the limited TR = 15 ms, we used GRE spiral-in TE =
11.2 ms. The number of time points = 100 with 10 s discarded acquisition prior to collecting
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3.2 | Human Experiments
3.2.1 | 2D Human Studies
Human functional imaging studies were performed on 5 subjects using both OSSI and GRE
methods with informed consent and IRB approval. The functional task was a left vs. right
reversing-checkerboard visual stimulus (with 5 cycles of 20 s L/20 s R). The 2D sampling
pattern for both GRE and OSSI was multi-shot (number of interleaves n i = 8) fully sampled
variable-density spirals with a densely sampled core (300 k-space points). A single oblique
slice through visual cortex was selected with FOV = 220 mm and 2.5 mm slice thickness.
The voxel size was 1.77 × 1.77 × 2.5 mm3 (matrix size 124 × 124). All the 2D images were
reconstructed as 128 × 128 matrices. The experiments include 4 spiral-out acquisitions of 4
subjects and 4 spiral-in acquisitions of 4 subjects.
For the OSSI method, we chose TR = 15 ms, nc = 10, and nominal FA = 10
◦. The OSSI
effective TR for each spiral = 150 ms (TR · nc ) and the volume TR = 1.2 s (TR · nc · n i ). For the
GRE acquisition, we carefully matched spatial-temporal resolution of OSSI, each interleave
was acquired with GRE TR = 150 ms, volume TR = 1.2 s (TR · n i ), and the Ernst flip angle
FA = 27◦ to optimize SNR. The number of time points for OSSI was 1670 or 167 combined
images, and the number of time points for GRE was 167 with no combination necessary,
corresponding to the 200 s of the functional task. To establish the steady state, no data were
collected for the first 10 s for both acquisitions. OSSI actual TE was set to minimum (TE =
2.7 ms) for spiral-out imaging and TE = 11.6 ms for the spiral-in case. Recognizing that the
OSSI acquisition has some inherentT ∗
2
-weighting with spiral-out effective TE = 17.5 ms and
spiral-in effective TE = 27.5 ms according to the simulations, we used slightly varying GRE
TEs for different experiments to get an robust real data estimation of OSSI effective TE. For
the 4 spiral-out experiments, we selected GRE TE = 17.5, 20, 20, and 23 ms, and for the 4
spiral-in experiments, we selected GRE TE = 27.5, 30, 30, and 33 ms.
Additionally, aT1-weighted image was acquired for each subject and used to create a mask
for the brain regions using the Brain Extraction Tool [17].
3.2.2 | 3D Human Studies
As an anecdotal demonstration, we acquired a 3D data set for a single human subject. The
functional study was the same visual stimulus as in 2D studies (5 cycles of 20s on/20s off). An
oblique 12-slice 3D volume was acquired using a stack of single-shot spirals with spiral-out
readouts. The matrix size = 64 × 64 × 12, and the voxel size = 3.44 × 3.44 × 3 mm3. For 3D
OSSI imaging, TR = 15 ms, nc = 10, FA = 10
◦, TE = 2.2 ms for each slice, and the volume TR =
1.8 s (TR ·nc ·nz ). The spiral sampling trajectory in the kx -ky plane was a variable-density spiral
with a linearly decreasing sampling density, leading to a factor of 3 undersampling. Along the
kz direction, the spirals were rotated 45
◦ for each spiral platter to reduce undersampling
artifacts. For the GRE imaging, the 12 slices were collected using a 2D spiral-out sequence
with fully sampled uniform-density spirals, GRE TR = 1.8 s, TE = 23 ms to approximately
match OSSI effective TE, and FA = 75◦. The number of volumes = 112 for both OSSI (after
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discarded acquisition used to establish the steady state.
We also acquired 2D multi-slice images using a standard spin-warp acquisition for gen-
erating SENSE maps. The 32-channel coil images were compressed to 28 virtual coils, and
the SENSE maps were generated using ESPIRiT [18, 19]. The 3D OSSI images were recon-
structed from the undersampled measurements using the conjugate gradient SENSE [20, 21],
with an edge-preserving regularizer implemented through [22]. The fully sampled GRE data
were reconstructed using the gridding method.
3.3 | Data Analysis
As mentioned above, every nc = 10 consecutive and non-overlapping OSSI images were com-
bined by taking the 2-norm. Functional imaging performance was evaluated for both OSSI
and GRE BOLD by evaluating activation maps and the temporal SNR (tSNR). The data from
the first cycle (40 s) of the task were discarded to avoid the modeling error in the initial rest
period. To reduce the effects of scanner drift, detrending was applied using lower order dis-
crete cosine transform bases. The correlation coefficients were determined by correlation
with a reference waveform, and the activated regions were defined by the magnitude of the
correlation coefficients larger than a 0.5 threshold. The reference waveform was generated
by convolving the canonical hemodynamic response function [23] with the task. The number
of activated voxels were counted at the bottom third of the brain, where the primary visual
cortex is located. The tSNR maps were calculated by dividing the mean of the time course by
the standard deviation of the time course residual (after removing the mean and the task) for
each voxel. We calculated the average tSNR over the whole brain over an ROI limited to the
brain region and excluding the skull and scalp.
To determine the effective TE ofOSSI, we generated scatter plots based on the percent sig-
nal change for voxels that were active in both GRE and OSSI acquisitions. In GRE, the percent
signal change is approximately equal to∆R ′
2
·TE [24]. By establishing the relationship between
OSSI and GRE percent change and under the assumption that activation change (∆R ′
2
) is the
same in both cases, we can estimate the effective TE for OSSI using TEeff = b · TEGRE when
the percent changes of OSSI and GRE are highly correlated, where b is the slope of the OSSI-
GRE percent change relationship. Due to variability in both data sets, we performed a model
II fit with standardized major axis (SMA) regression and 0 intercept to estimate the slope of
the relationship for each experiment. Voxels with a percent change greater than 4% in either
method, which likely represent vascular signals, were found to be highly variable and were
excluded from the regression. In addition, the linearity of the relationship between OSSI and
GRE percent signal changes was assessed using Pearson’s correlation coefficient.
4 | RESULTS
The phantom images in Figure 4 (a) present the evolution of the oscillation pattern for OSSI
over the nc = 10 phase cycles and show the highly reproducible nature of the oscillations.
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OSSI data, and that different isochromats have different temporal patterns. Figure 4 (b)
shows the same slice with spoiled gradients. Although the spoiled steady-state images are
free of oscillations, their magnitudes are much lower. The 2-norm combination of every non-
overlapping nc = 10 OSSI images produces spatially and temporally uniform signals. The time
courses in Figure 5 show oscillating steady-state signal and the stable signal after the 2-norm
combination. In comparison to spoiled GRE with matched resolutions and TE, the OSSI signal
strength was roughly 2 times larger than the spoiled signal, though the exact relationship is
highly dependent on phantom/tissueT1s andT2s.
Figure 6 gives 2D human spiral-out activation maps, time courses, and tSNR maps for vi-
sual stimulation. Compared to GREwith matched acquisition characteristics and TE, the OSSI
result shows more activations according to the activation maps, a larger task-related signal
change as in the time course, and higher tSNR presented by the tSNRmaps. The OSSI signals
appear localized more in parenchyma with less signal from the sulci and vascular regions near
the sagittal sinus.
Figure 7 shows 2D human spiral-in functional results and tSNR maps. The OSSI acquisi-
tion results in larger activation regions and much higher tSNR in comparison to GRE. Though
anecdotal, the time course of OSSI appears to be less noisy. The spiral-in scheme uses a
closer to optimal TE for fMRI (at 3T, a common choice is TE = 30 ms), thereby leading to more
activations for both OSSI and GRE compared to the spiral-out results in Figure 6 in spite of
the overall lower signal intensity and tSNR.
Figure 8 showsOSSI and GRE percent signal change scatter plots for spiral-out data of Fig-
ure 6 and spiral-in data of Figure 7, and the slope of the scatter plots depicts the relationships
between OSSI effective TE and GRE TE. The slope resulted from the SMA regression is 0.73
for spiral-out and 0.82 for spiral-in. As described in Methods, we can calculate the effective
TE for OSSI as spiral-out OSSI TEeff = 16.7 ms, and spiral-in OSSI TEeff = 27.1 ms for this sub-
ject. Scatter plots for the other subjects can be found in the Supporting Information, Figure
S7. The mean OSSI TE effective across all the subjects is 17.8 ms for spiral-out, and is 27.1
ms for spiral-in, given the actual TE’s of 2.7 ms and 11.6 ms, respectively, which correspond
to an effectiveT ′
2
-weighting of about 15 ms at the time of the excitation pulse for both spiral-
out and spiral-in cases. The average correlation coefficient between OSSI and GRE across all
subjects was 0.5, and linearity of the relationship was found to be significant (p < 0.05) for
all data sets. The high correlation of OSSI and GRE percent signals in the common activated
regions is consistent with a similar contrast mechanism for OSSI and GRE acquisitions.
Quantitative measurements for all visual fMRI experiments including number of activated
voxels (at the bottom third of the brain) and average tSNR of the whole brain are given in
Table 1. OSSI shows a 1.84 ratio (s.d. = 0.5) of number of activation voxels in comparison to
GRE with matched spatial-temporal resolutions and similar effective TEs. The tSNR ratio of
OSSI to GRE has a mean of 1.83 (s.d. = 0.19). tSNR values were compared using a paired t-
test, and OSSI was found to be significantly higher (p < 0.05). The columns in Table 1 directly
corresponds to the columns in Supporting Information Figure S4, which presents activation
maps and tSNR maps for the 5 subjects. For each subject and GRE TE ranging from 17.5
ms to 33 ms, the OSSI acquisition provides larger activation regions and higher tSNR than
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the tSNR maps, and some false positive activations (near the edge of the brain). The circular
spatial variation in tSNRmaps are believe to result from pulsatile flow at ventricles and vessels
in combination with the multi-shot (8-shot) acquisition. When averaging tSNR over an ROI
that is away from artifacts, the tSNR ratio of OSSI to GRE is generally greater than 2.
Figure 9 is a preliminary demonstration of 3D activation results in visual cortex. OSSI and
GRE acquisitions give comparable activation maps even through the OSSI data were under-
sampled. For OSSI, the number of activated voxels = 705 and the average tSNR = 57.2. For
GRE, the number of activated voxels = 883 and the average tSNR = 62.4.
5 | DISCUSSION
This paper describes a fundamentally new approach to fMRI acquisition that uses a novel
oscillating steady-state source of signal that is very large and also sensitive to the blood oxy-
genation, thereby offering the potential for high SNR fMRI. The proposed quadratic phase
progression in conjunction with balanced gradients produces this new steady state. As with
other steady-state imaging methods, the OSSI method has large signals because it reuses
rather than spoils the magnetization. The oscillating steady-state signals available prior to
gradient dephasing contain typically more than twice the average signal amplitude of spoiled
signals. We have also noted that this pulse sequence with its quadratic phase sequence is
very sensitive to off-resonance. Indeed, a frequency dependent phase dispersal is important




-contrast that makes it suitable for fMRI. In our experiments, we
found T ′
2
-weighting of approximately 15 ms at the time of excitation pulse. Additional T ′
2
weighting can be obtained with increased TE as shown in Supporting Information Figure S3.
OSSI signals oscillate with a periodicity of ncTR, however, the oscillations are highly re-
producible, and by combining nc time points generates stable time courses required for fMRI
analysis. As demonstrated in the high-resolution visual stimulation fMRI study, the OSSI ap-
proach improves tSNR by about 83% and the number of activated voxels was increased by
about 84%, both relative to GRE imaging at the Ernst angle with the carefully matched spatial-
temporal acquisition characteristics and effective TEs. The 2D human fMRI experiments used
relatively high spatial resolution and thus were closer to thermal noise limit. The same data
were subjected to low spatial resolution reconstructions with the results shown in the Sup-
porting Information, Figure S10 and Table S1. While the OSSI data still had SNR advantages,
the SNR gain of OSSI was reduced relative to the high-resolution and more thermal noise
limited cases. Similarly for the anecdotal low-resolution 3D human data that was likely to be
physiological noise limited and for the low-resolution phantom data that is systematical noise
limited [25], the SNR advantage is compromised.
Because we acquired GRE with a longer TE, there is a possible concern that the longer
TR might alter temporal noise characterstics, so we compared the OSSI method to GRE with
a 3× shorter GRE TR. As shown in Supporting Information Figure S11 and Table S2, for the
experimental conditions used (high spatial resolution, likely thermal noise limited regime), the
shorter TR leads to similar functional results and tSNR values as GRE with longer TR. We
also considered the possible use of other steady state methods, such as FISP/S1 SSFP and
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sensitivity of OSSI.
We note that further improvements in performance are possible and in fact, likely. For
example, our simulations show that TR = 15ms, nc = 10, and FA= 10
◦ is a good combination to
get high SNR and functional MRI responses, but it is by nomeans optimal. The short readouts
can limit SNR efficiency, so there are potential advantages to going to longer TRs and longer
readouts. As shown in Figure 3 and Supporting Information Figure S1, multiple combinations
of imaging parameters give a similar T ∗
2
-sensitivity and off-resonance sensitivity. There is
a complex interplay between these sensitivity measures and the major imaging parameters
including TR, nc , FA, and TE (including TE locations from different readouts, e.g. spiral-out,
spiral-in, or EPI with TE in the center). The RF (FA) inhomogeneity in the brain at 3T may
influence the actual FA to use when acquiring slices at different parts of the brain, which
further complicates the optimization. We also note that the optimal FA appears to be small in
comparison to many bSSFP applicaitons where FAs > 30◦ are common, which would indicate
that RF heating is unlikely to be an issue with OSSI. Curiously, the optimal FAs are often not
far from the Ernst angle, e.g. 8.3◦ for TR = 15 ms. The final optimization will require practical
experience regarding which factors are most important for particular fMRI studies.
The sensitivity to frequency as noted above, will lead to substantial physiological noise,
and in particular, artifacts and noise from respiration, which is known to lead to oscillations
shifts in resonant frequency [26]. Figure S9 presents residual time courses and spectra of
OSSI and GRE at a non-active region, and the OSSI spectrum shows a prominent peak near
respiration frequencies. We investigated the standard physiological noise removal technique
RETROICOR [27] applied to individual temporal phases as well as the combined images, and
also k-domain methods (RETROKCOR [28]) applied to individual temporal phases. We found
only modest improvements in tSNR and activation maps when applying corrections over lim-
ited time windows and no improvements over longer windows [29]. This, we believe, is due
to the complex and non-linear nature of the interaction between frequency and the temporal
signal (see Figure 2 (c, d), for example). In addition, the use of a 2D slice for the visual study
makes it sensitive to inflow and pulsatility artifacts. Physiological noise correction is an active
area of research [30] and will be the topic of a future manuscript. As such, no physiological
noise corrections for OSSI were applied in the present work, but we believe that after correc-
tion, further tSNR and activation improvements close to the increases in signal strength will
be possible.
Like most steady-state methods, the short TR largely prevents interleaving of slices, when
combined with the time needed to reach steady state, dictates that OSSI methods are best
suited to 3D acquisitions. Furthermore, the need to acquire volumetric images for each tem-
poral phase implies that nc times as many images are required for a study. Fortunately, the
reproducible nature of oscillating signal may allow dramatic reductions in the acquisition time.
For example, the use of sparse sampling in k-space and modeling of the oscillations using
patch-tensor low-rank [31] or a dictionary based regularizer [32] can fully recover the miss-
ing data in the image reconstruction process. This again, is a topic of active research, and
preliminary results suggest that larger than a 13-fold reduction in k-space is possible with
minimal performance degradation. We have anecdotally demonstrated the ability to acquire
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note that most 2D acquisitions would include acceleration using 2D simultaneous multi-slice
imaging [33, 34], but also note that undersampling in 3D exploits roughly the same parallel
imaging concepts [35]. So, we believe that similiar accelerations are possible for OSSI and the
use of temporal modeling will help resolve the inefficiency of acquiring nc images. The slow
volume TR reduces temporal resolution, but does not reduce SNR due to averaging of signal
and noise across the nc temporal phases. As pointed out above, the short TR does limit the
length of the readout which can reduce the SNR efficiency.
In prior work, bSSFP imaging for fMRI has taken advantage of different phenomena, for
example, frequency shifts, changes in T2 associated with changes in blood oxygenation, or
changes due to inhomogeneous effects and diffusion around small vessels [6, 7]. In this work,





of the tissues, again in response to changes in blood oxygenation. We argue
that this sensitivity is due to frequency sensitivity of OSSI signal that leads to frequency-
dependent phase variations as shown in the simulations of Figure 1 (d). The percent signal
plots in Figure 8 and Figure S7 clearly show a very linear relationship (average p-value for the
slope = 0.01 using standard linear regression) of OSSI and GRE percent signal changes, which
would be consistent with a similar signal change mechanism between the two methods. We
note that further work is necessary to fully elucidate the mechanism, including the effects of
diffusion around vessels. The simulation and percent signal change analysis are both consis-




weighted, specifically OSSI leads to an
additional T ′
2
-weighting of approximately 15 ms for the parameters used (TR = 15 ms, nc =
10, FA = 10◦).
The analysis of percent change signal in OSSI and GRE excluded voxels with a percent
change greater than 4% in at least one of the methods. Above 4%, the signal change for OSSI
seemed to flatten and the relationship was no-longer suitable for linear regression. These
very high GRE percent changes, which likely represent vascular signals as shown in Figure S8,
have had a lower signal change in OSSI perhaps due to flow-related signal changes. If so, this
partial suppression of vascular signals could be seen as a desirable feature as it will improve
functional localization.
There are a number of unstudied phenomena we wish to address in the future. Long T2-
species like cerebrospinal fluid in the ventricles are very bright in OSSI, but when combined
with cardiac pulsatility lead to low tSNR as seen in the first and third rows of Figure S4. Part
of the high variability may arise from the in-flow effects associated with the 2D acquisition
and may be partially resolved by 3D imaging. Pulsatile effects and in-flow phenomena with
vessels require further investigation. The short TR makes implementation of fat suppression
more challenging, however, the relaxation and spectral characteristics of lipids seem to lead
to relatively low signal intensity and limited artifacts in the images. Still, the signal character-
istics of lipids, as well as the possible use of slab-selective spectral spatial pulses, should be
investigated. As with most fMRI studies, detection and bulk correction of head motion will
be needed. In this case, we will also need to consider any impact on the steady-state signal
due to head motion.
Another interesting question is what occurs in the presence of large magnetic fields gradi-
















GUO and NOLL 13
cortex. Such gradients might have a similar impact as applying unbalanced gradients, leading
to signal spoiling and a reduction of the additional T ′
2
-weighting of 15 ms common to OSSI.
The signal may gracefully transition to a spoiled GRE signal with relatively short TE. This phe-
nomenon is closely related to partial spoiling described by Ganter [36], except that very small
phase increments with large gradients are used in Ganter’s paper, while here we have large
phase increments between RF pulses but partial gradient spoiling. We are also interested in
other possible applications of the OSSI signal. Frequency sensitivity may be useful in applica-
tions where frequency tracking is needed, for example, in tracking temperature-dependent
frequency changes in therapeutic ultrasound.
6 | CONCLUSION
The OSSI approach departs from traditional acquisition approaches by exploiting a novelT ∗
2
-
weighted signal mechanism that produces large steady-state signals, and to our knowledge,
has never been used before for fMRI.We show in both simulations and experimental data that
the proposed approach has a similar contrast mechanism and percent signal change as GRE
and leads to a substantial increase in signal strength and tSNR with matched spatial-temporal
resolutions and effective TE, thereby enabling detection of 84% greater volumes of functional
activity. The SNR advantages were shown for a specific case of single slice fMRI using a
short TR, and extensions to volumetric acquisition and implementation of physiological noise
corrections will be critical for general application. Still, this approach offers the prospect of
high-resolution fMRI without the need for higher magnetic field strength systems.
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Supporting Information
FIGURE S1
Simulation of acquisition parameters for spiral-in readouts (TE = TR - 1.6 ms). (a) to (c) are in
units of M0 = 1.
(a) shows the RMS combined magnitude signal as a function of nc and flip angle for a fixed
TR of 15 ms. We focus on the region denoted by the blue square for OSSI fMRI acquisition
parameter optimization, and the results are given in (b) to (e). (b) shows how T ∗
2
sensitivity
(Sactivated – Srest) varies with TR and flip angle for a fixed nc = 10. The signal is normalized by
√
(TR − c)/TR ≈
√




with nc and flip angle for TR = 15 ms. (d) gives off-resonance sensitivity at different TR and





-sensitivity (Sactivated – Srest in units of M0) changes with varying TR for GRE spiral-in (TE =
TR - 1.6 ms), OSSI spiral-out (TE = 1.6 ms), and OSSI spiral-in (TE = TR - 1.6 ms). The signals
are normalized by
√
(TR − c)/TR ≈
√
TA/D with c = 5 ms for SNR efficiency and are maximized
over flip angle for each method.
FIGURE S3
Simulated OSSI T ∗
2
-weighting and percent signal increase almost linearly with increased TE
for TR = 15 ms, nc = 10, and flip angle = 10
◦.
FIGURE S4
Comparison of OSSI and GRE activation maps and tSNR maps for all 5 subjects.
FIGURE S5
Z-maps of all the experiments.
FIGURE S6
Histograms of voxel counts over z-score threshold = ±7, which corresponds to correlation =
±0.5 for the GRE TR = 150 ms case.
FIGURE S7
Percent signal change of OSSI vs. GRE for active voxels for subjects 2-5 where the percent-
age signal change was below 4% in both methods. Actual OSSI TE is 2.7 ms for spiral-out and
is 11.6 ms for spiral-in.
These figures demonstrate a high correlation between the methods, indicating the potential
utility of OSSI as an alternative to GRE fMRI. The slope of the line was fit via Model II regres-
sion.
(a) subject 2 spiral-out acquisition, GRE TE = 20 ms, slope = 1.05, and OSSI TEeff = 21 ms.
(b) subject 2 spiral-in acquisition, GRE TE = 30 ms, slope = 1.06, and OSSI TEeff = 31.7 ms.
(c) subject 3 spiral-out acquisition, GRE TE = 17.5 ms, slope = 0.83, and OSSI TEeff = 14.5 ms.
(d) subject 3 spiral-in acquisition, GRE TE = 27.5 ms, slope = 0.85, and OSSI TEeff = 23.2 ms.
(e) subject 4 spiral-out acquisition, GRE TE = 20 ms, slope = 0.95, and OSSI TEeff = 19 ms.
(f) subject 5 spiral-in acquisition, GRE TE = 30 ms, slope = 0.87, and OSSI TEeff = 26.2 ms.
FIGURE S8
GRE background image with vasculature (left) and the activated voxels with > 4% percent
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FIGURE S9
The residual time courses and spectra averaged over a larger ROI (20×20 voxels) away from
the active regions after mean and drift removal. The large ROI eliminates the effect of thermal
noise. The OSSI spectrum has higher physiological noise due, in part, to larger signals, but
the presence of a prominent peak near respiration frequencies demonstrates potential greater
sensitivity of physiological noise. The phyisological noise may cause the tSNR improvement
to be less than that predicted from signal strength alone.
FIGURE S10
Comparison of OSSI and GRE activation maps and tSNR maps for all the experiments recon-
structed at a lower spatial resolution.
FIGURE S11
Z-maps and tSNR maps of OSSI, GRE TR = 50 ms, and GRE TR = 150 ms for both spiral-out
and spiral-in acquisitions. The z-score threshold = ±7 and corresponds to correlation = ±0.5
for the GRE TR = 150 ms case. For GRE TR = 50 ms, averaged images of every 3 time points
are used for tSNR calculation.
TABLE S1
Quantitative results including number of activated voxels and average tSNR from low spatial
resolution reconstructions.
TABLE S2
Quantitative measures including number of voxels beyond a z-score threshold of ±7 and av-
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TABLE 1 Quantitative results including number of activated voxels and average tSNR.
Spiral-Out Spiral-In
Subject ID 1 2 3 4 1 2 3 5 Mean (SD)
OSSI 215 159 210 84 264 165 236 123 182
# Activated Voxels GRE 133 113 116 55 151 84 144 41 105
Ratio 1.62 1.41 1.81 1.53 1.75 1.96 1.64 3.0 1.84 (0.5)
Average tSNR
OSSI 85.1 55.1 74.7 68.2 71.4 47.2 60.6 47.9 63.8
GRE 40.9 34.9 41.9 37.8 34.6 29.5 34.1 24.7 34.8
Ratio 2.08 1.58 1.78 1.80 2.06 1.60 1.78 1.94 1.83 (0.19)
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FIGURE 1 Simulation of OSSI spin behavior and signals.
(a) and (b) Periodic motion of magnetization through RF pulses (the filled squares are at the end
of the RF pulse) and free precession for a gray matter spin at -20 Hz off-resonance frequency,T1
= 1433.2 ms,T2 = 92.6 ms, TR = 15 ms, nc = 10, and FA = 10
◦ from two different views. (c)
Magnitude signal variation of different isochromats (6.67 Hz apart) for the magnetization in (a)
and (b) just after the RF pulse, the black dashed line is the Ernst angle signal for spoiled-GRE. (d)
Spin positions during free precession for different isochromats (same isocromats as in (c)) leading
to phase dispersion andT ∗
2
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FIGURE 2 Simulation for signal properties just after the RF pulse, where the pulse duration
was adjusted to minimize off-resonance phase accumulation during the RF pulses (TE < 0.02 ms).
The left and right panels show simulated OSSI signal magnitude and phase, respectively. (a) and
(b) show magnitude and phase responses as a function of off-resonance frequency and time (TR
number), observe the periodicity in time (TOSSI = ncTR) and frequency (1/TR = 66.67 Hz). (c) and
(e) are magnitude response of the signal vs. time and frequency, respectively, and (d) and (f) are
the phase responses showing phases after correction for the excitation RF phase. The blue and
red lines in temporal plots (c) and (d) correspond to two isochromats at off-resonance -33.33 Hz
and -32.67 Hz, respectively. It can be seen that an off-resonance amount of less than 1/TOSSI
lead to some modest changes in the shape of the response. The green curve in (e) and (f) are the
magnitude and phase of the frequency response, respectively, and indicate the manifold on
which the steady-state response exists. The blue and red lines connect 6.67 Hz apart samples of
the manifold and start from off-resonance -33.33 Hz and -32.67 Hz respectively. Particularly, by
comparing (c) and (e), (d) and (f), it is clearly shown that the time and samples of frequency
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FIGURE 3 Simulation of acquisition parameters for spiral-out readouts (TE = 1.6 ms). (a) to (c)
areT ∗
2
sensitivity defined as Sactivated – Srest in units of M0 = 1.
(a) shows the RMS combined magnitude signal as a function of nc and flip angle for a fixed TR of
15 ms. Notice the bright spot around nc = 10 and flip angle = 10
◦. We focus on the region
denoted by the blue square for OSSI fMRI acquisition parameter optimization, and the results
are in (b) to (e). (b) shows howT ∗
2
sensitivity varies with TR and flip angle for a fixed nc = 10. The
signal is normalized by
√
(TR − c)/TR ≈
√
TA/D with c = 5 ms for SNR efficiency. (c) shows how
T ∗
2
sensitivity varies with nc and flip angle for TR = 15 ms. (d) gives off-resonance sensitivity at
different TR and flip angles for nc = 10. (e) gives off-resonance sensitivity at different nc and flip
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FIGURE 4 Images of steady state with quadratic phase progression (nc = 10) with (a) balance
gradients (OSSI) and (b) spoiling gradients (GRE). Each panel has 10 images across the periodic
phase pattern and is shown twice to demonstrate the reproducibility. The 2-norm combined
images are given on the right. The OSSI and GRE images are not on the same intensity scale.
FIGURE 5 Time courses for a 4-voxel ROI in the phantom for OSSI (red) and GRE (blue). Both
before and after 2-norm combination, OSSI shows signal strengths roughly two times larger than
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FIGURE 6 OSSI and GRE functional results from multi-shot spiral-out acquisition with OSSI TE
= 2.7 ms and GRE TE = 23 ms. At left, the activation map uses a threshold of 0.5 for the
correlation with a reference waveform, and the background is the mean image of the OSSI
combined or GRE images. The time course for a 4-voxel ROI is shown for each method together
with the reference waveform (intensity units are arbitrary signal units). At right, the temporal
SNR maps are also shown for both methods.
FIGURE 7 OSSI and GRE functional results from multi-shot spiral-in acquisition with OSSI TE =
11.6 ms and GRE TE = 33 ms. The activation map uses a threshold of 0.5 for the correlation with
a reference waveform, and the time course for a 4-voxel ROI is shown with the reference
waveform for each method (intensity units are arbitrary signal units). The temporal SNR maps
are also shown for both OSSI and GRE acquisitions. Compared to the spiral-out results in
Figure 6, we can see that spiral-in gives more activations, but relatively lower signal strength and
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FIGURE 8 Percent signal change of OSSI vs. GRE for active voxels in Figure 6 and Figure 7
where the percentage signal change was below 4% in both methods (spiral out TEs: OSSI = 2.7
ms, GRE = 23 ms; spiral in: OSSI = 11.6 ms, GRE = 33 ms). These figures demonstrate a high
correlation between the methods, indicating the potential utility of OSSI as an alternative to
GRE fMRI. The slope of the line was fit via Model II regression.
FIGURE 9 Functional MRI of 10 slices drawn from volumetric 3D OSSI acquisition (volume TR
= 1.8 s, TE = 2.2 ms, matrix size = 64 through undersampling in-plane) and 2D multi-slice GRE
(TR = 1.8 s, TE = 23 ms, matrix size = 64) showing similar activation patterns in visual cortex.
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